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Abstract 

The Engine Components Instrumentation 
Development Facility at the NASA Lewis 
Research Center is a unique aeronautics facility 
dedicated to the development of innovative instru- 
mentation for turbine engine component testing. 
Containing two separate wind tunnels, the facility 
is capable of simulating many flow conditions 
found in most turbine engine components. This 
facility’s broad range of capabilities as well as its 
versatility provides an excellent location for the 
development of novel testing techniques. These 
capabilities thus allow a more efficient utilization 
of larger and more complex engine component test 
facilities. 

Introduction 

The need to design and produce more innova- 
tive, lighter weight, and highly efficient gas tur- 
bine engines has increased the demand for 
advanced turbine engine component testing. Mod- 
ern day engine designs, particularly the turbo- 
machinery components, rely heavily on complex 
computational fluid dynamics (CFD) computer 
programs. As a result, requirements for more 
detailed and accurate aerodynamic data have aris- 
en in order to compare and validate these CFD 
codes with “real world” hardware. New and inno- 
vative instrumentation such as laser anemometry 
and heat flux gauges must continually be devel- 
oped to increase the state of the art of experimen- 
tal techniques for the needs of future research. 
Such novel instrumentation systems and experi- 


mental techniques often require extensive develop- 
ment, refinement, and calibration. However, to 
perform these tasks in an engine component test 
facility quickly becomes prohibitively costly and 
time consuming. In fact, this is often an impossi- 
ble task because of unknown flow conditions inside 
the experimental component. To expedite the 
development of such systems and techniques, as 
well as to more efficiently utilize engine component 
test facilities, NASA Lewis Research Center has 
designed and constructed a unique facility dedica- 
ted to this need. The Engine Component Instru- 
mentation Development Facility contains two 
wind tunnels designed to simulate the flow condi- 
tions (pressure, temperature, and Mach number) 
found in many engine component tests. It also 
provides a location for the timely and efficient 
development of new instrumentation systems and 
testing techniques, allowing fully functional and 
mature systems to be utilized in larger, more com- 
plex engine component test facilities. This paper 
discusses the design, capabilities, and versatility of 
the Engine Component Instrumentation Develop- 
ment Facility. 

Facility Description 

Background 

The Engine Component Instrumentation 
Development Facility is located in test cell SE-1 of 
the Engine Research Building at NASA Lewis. 

The facility contains two wind tunnels capable of 
both subsonic and supersonic operation. The max- 
imum capabilities of both tunnels are listed in 


Table 1. An isometric view of the facility is shown 
in Fig. 1. Both tunnels contain similar test sec- 
tions which can house a flowpath up to 6 by 6 in. 
(0.15 by 0.15 m) in cross section and 48 in. 

(1.22 m) in length. Low-pressure exhaust for both 
tunnels is provided by a central altitude exhaust 
system which can be maintained at 26 in. of mer- 
cury vacuum (~1.5 psia, ~10 kPa). Tunnel 1 uses 
ambient temperature and pressure inlet air from 
the test cell. Tunnel 2 is supplied with pressurized 
inlet air (40 psig, 380 kPa) from the NASA Lewis 
central air services. Inlet air to tunnel 2 is fil- 
tered, heated, and regulated with the flow condi- 
tioning components shown in Fig. 2. Both tunnels 
are equipped with a particle spray system to seed 
the flow with known-size particles for laser anemo- 
metry studies. An auxiliary air supply and 
exhaust piping provide both test sections with suc- 
tion, blowing, and crossflow capabilities. Safety 
systems incorporated in the design and controls of 
the facility allow personnel to remain in the test 
cell during the majority of the operating times. 
Standard instrumentation (pressure and tempera- 
ture) is used to control and monitor the conditions 
in the facility. Current instrumentation under 
development in this facility includes an open-beam 
laser fringe anemometry (LFA) system for un- 
steady supersonic flow studies, a novel heat flux 
sensor gauge for heat transfer studies, a fiber optic 
LFA system for turbine testing, and a supersonic 
calibration duct for LFA particle dynamics 
studies. 

Supply Air System Description 

Inlet air for tunnel 1 is taken directly from 
the test cell. As such, inlet conditions are limited 
to ambient temperature and pressure. No inlet 
flow conditioning is available. Flow rates up to 
5 pps (2.3 kg/sec) and Mach numbers up to 1.7 
can be achieved in this tunnel. An air handler 
provides adequate make-up air through a central 
ventilation duct to maintain the test cell at ambi- 
ent conditions. 

Tunnel 2 utilizes the NASA Lewis central air 
services 40-psig (380-kPa) supply system. Pressur- 
ized air is supplied to the facility through a 4-in.- 
(0.1-m-) diameter carbon steel pipe. The flow 


conditioning hardware includes a 10-/zm filter, two 
300-kW electric immersion heaters, an electrically 
actuated ball valve for inlet pressure and flow con- 
trol, a 1.5-/zm filter, and a 3-ft- (0.93-m-) diameter 
plenum which houses a flow-spreading cone and 
straightening screen. Additional heating capacity 
is provided by electric strip heaters wrapped 
around the inlet piping and plenum. Inlet temper- 
atures from ambient to 500 °F (533 K), pressures 
up to 55 psia (380 kPa), and Mach numbers from 
0 to 3.0 are achievable with this system. 

A unique capability of this facility is the 
auxiliary air supply and exhaust piping system. 
Both ambient temperature and heated air taken 
from the primary air supply piping for tunnel 2 are 
mixed together and are available at either test sec- 
tion for a variety of experimental purposes. Elec- 
tric strip heaters along the auxiliary air flow 
piping maintain constant temperature conditions 
on this piping. Flow rates up to 2.5 pps 
(1-13 kg/sec) at temperatures up to 500 °F 
(533 K) are available through this auxiliary 
system. 

Both tunnels are also equipped with a particle 
spray system upstream of the test section. A sche- 
matic of this system is shown in Fig. 3. Particles 
immersed in a carrier liquid of water or ethyl alco- 
hol are injected into the inlet air supply through 
an air-atomizing nozzle. Evaporation of the car- 
rier liquid yields an air supply containing a precise 
particle size distribution. This system is used to 
seed the inlet supply air with spherical particles of 
known-size for laser anemometry experiments. 

Exhaust System Description 

A vacuum exhaust of 26 in. of mercury 
(~1.5 psia, ~10 kPa) is provided to both tunnels 
by the NASA Lewis central exhaust system. 

Each tunnel is double isolated from the low-pres- 
sure system by a set of butterfly valves, one re- 
motely operated from the facility control room and 
one manually operated from within the test cell. 
For safety reasons and to avoid overloading the 
exhaust piping, the remotely operated valve on 
tunnels 1 and 2 cannot simultaneously be in an 
open position. 
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The auxiliary exhaust piping system which is 
available at either tunnel test section can utilize 
the altitude exhaust system or can vent directly to 
the atmosphere outside the building. Uses of this 
subsystem include test section crossflow for ac- 
tively cooled fin heat transfer studies, air injection 
or transpiration, and active supersonic boundary 
layer bleed. 

Safety Systems Description 

Several safety systems are present in the 
Engine Components Instrumentation Development 
Facility to protect personnel as well as critical 
hardware. Many of these features are required to 
maintain an in-cell personnel capability for the 
majority of operating conditions. The primary 
safety concerns of operating the facility are 

(1) Laser radiation hazards 

(2) Fire due to the use of high-voltage elec- 
tricity or volatile seed particle carrier liquids 

(3) Personnel injury due to the failure of a 
glass wind tunnel wall 

Laser radiation hazards are minimized by the 
use of door interlocks and a beam shutter hard- 
wired into the laser power circuitry. All test cell 
doors must be closed in order for power to be 
available to the laser. The laser operator may 
override this feature by using a keyswitch and 
pushbutton to activate a 15-sec delay to enter and 
exit the facility without interrupting the laser 
power. A beam shutter is also used in conjunction 
with the power safety circuitry. Since stray, mis- 
aligned laser beams aimed at tunnel 1 could poten- 
tially pass out of the test cell when the main 
doorway is opened with the override activated, a 
beam shutter automatically closes when the door is 
opened to avoid this potentially hazardous 
situation. 

The threat of fire in the facility is minimized 
by the use of several devices. Three combustible 
gas detectors and two smoke detectors are located 
in the facility near seed particle spray points and 
potential ignition sources. These detectors contin- 
ually monitor the flammability conditions at criti- 


cal locations within the facility. An infrared flame 
detector and a burn wire in the plenum of tunnel 2 
also monitor facility conditions. Should any of 
these systems indicate a dangerous condition, the 
following series of safety events is initiated: 

(1) The LFA particle seeding system is 
turned off. 

(2) The electrical heaters are deenergized. 

(3) Supply air and exhaust valves remain in 
the last position. 

(4) The roof vent fan is energized. 

(5) The evacuation horn and lights are 
energized. 

Personnel injury due to the failure of a glass 
wind tunnel wall is minimized with two indepen- 
dent systems. Primarily, overpressurization of the 
tunnel 2 plenum and test section is guarded 
against by a redundant burst disk and pressure 
relief valve, both of which can be set at the maxi- 
mum permissible operating pressure of the current 
test section. Second, injury of personnel due to 
glass failure is minimized by reinforced barricades 
placed between the tunnel wall and personnel. 

Controls and Data Systems Description 

Facility controls and health monitoring sys- 
tems are located in a control room adjacent to the 
facility. The operator’s panel and associated 
equipment are shown in Fig. 4. All facility equip- 
ment, with the exception of the manual exhaust 
valves, can be operated from this area. The inlet 
pressure to tunnel 2 is controlled by an electrically 
actuated ball valve. This valve can be stopped in 
any position along its travel to create the required 
pressure drop, providing the facility with inlet 
pressures ranging from 2 to 55 psia (14 to 
380 kPa). Similarly, the exhaust valves can also 
be set at any position to create the necessary 
downstream pressure. The inlet temperature to 
tunnel 2 is controlled and maintained with two 
separate heating systems. The inlet piping and 
plenum are wrapped with electric heater strips 
which maintain the wall temperatures in 
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equilibrium with the inlet air temperature. These 
strips are divided into four zones which can be 
individually controlled either in an ON/OFF or a 
proportional control mode. The inlet air itself is 
heated by two 300-kW electric immersion heaters. 
Each heater is individually controlled in either an 
ON/OFF, proportional, or proportional-integral- 
differential (PID) control mode. The set-point 
temperatures of all the heater controllers is set by 
the facility operator. The facility health monitor- 
ing is accomplished by using a datalogger, which 
records and displays all pertinent temperatures, 
pressures, and velocities. A touch screen allows 
the facility operator to select one of three health 
monitoring programs depending on the type of test 
run. 

Experimental research data are collected and 
reduced on a minicomputer located in the test cell. 
To provide an efficient environment for debugging 
and checking out experimental equipment, all data 
acquisition components related to the experiment 
are located in the test cell. A precision electronic 
barometer, a high- accuracy, 64-channel, pressure- 
scanning system and a 32-channel thermocouple 
system are interfaced with the computer to pro- 
vide online control, calculations, and data 
reduction. 

Test Section Description 

A modular test section design is incorporated 
in both of the wind tunnels in this facility. Each 
module is 16 in. (0.4 m) long and has a maximum 
flowpath cross section of 6 by 6 in. (0.15 by 
0.15 m). Tunnel 1 can be assembled with two to 
three modules for an overall length of 32 to 48 in. 
(0.8 to 1.2 m). All modules are designed to be 
interchangeable and can be modified to specific 
requirements for specialized tests. Tunnel 2 re- 
quires three modules for an overall length of 48 in. 
(1.2 m). Inserts can be designed, fabricated, and 
installed in the channel to create specific flowpath 
geometries required for various experiments. 

Two unique test sections are currently in use 
and a third is in the design phase. A subsonic/ 
supersonic test section with single-wall optical 


access is used to run tests on an open-beam LFA 
system. Figure 5 is a photograph of this test sec- 
tion installed in tunnel 1. The throat area for this 
test section is 1 in.^ (10’^ m^). In addition to a 
straight-wall subsonic channel, discrete supersonic 
nozzle blocks with Mach numbers of 1.5, 1.7, and 
2.0 available for this test system. Because of the 
small size of this flowpath and the relative impor- 
tance of viscous effects, the nozzle blocks were 
extensively modified and redesigned using experi- 
mental results to produce acceptable flow quality. 
The axial static pressure distribution along the 
tunnel floor centerline is used to determine the 
flow velocity within the test section. 

A second test section used in this facility is a 
heat flux sensor calibration module. A sketch of 
this test section module and a photograph of the 
instrumented heat flux gauge are shown in Fig. 6. 
In this module, heated subsonic primary flow 
travels through a rectangular channel in the pri- 
mary duct. A heat transfer fin with ambient- 
temperature cooling flow is mounted in the center 
of this channel. A unique plug-type heat flux 
gauge is machined into the center of this fin. The 
performance of this heat transfer fin is determined 
by detailed pressure, temperature, and flow meas- 
urements of both the primary and crossflow air- 
streams. The data from the heat flux gauge are 
then correlated to the heat transfer performance of 
the fin. This experiment can also be run con- 
versely where ambient-temperature air is the pri- 
mary flow and heated air flows through the fin. 

A third test section for this facility is cur- 
rently being designed. The objective of this 
module will be to study the dynamics and conden- 
sation effects of LFA seed particles in complex 
supersonic flows dominated by strong shock waves. 
The test module is 32 in. (0.8 m) long (double the 
length of the existing module), with dual- wall 
optical access which allows schlieren system verifi- 
cation of the shock wave structure. The design 
Mach number is 2.5. A mechanical system is used 
to locate a shock wave pattern with uniform down- 
stream flow anywhere within the Mach-2.5 region 
of the nozzle. 
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TABLE 1.— FACILITY AERODYNAMIC CAPABILITIES 


[Low-pressure vacuum exhaust (for both tunnels and auxiliary piping), 
p min, ~1.5 psia (~10 kPa).] 


Capability 

Tunnel 

Auxiliary 


i 

2 

piping 

Maximum inlet pressure, 

Ambient 

55 psia (380) 

55 psia (380) 

psia (kPa) 
Maximum inlet 

Ambient 

500 (533) 

500 (533) 

temperature, °F (K) 
Flow rate, pps (kg/sec) 

5 (2.3) 

10 (4.6) 

2.5 (1.13) 

Filtration, [i 

None 

1.5 

10 

Maximum Mach number 

1.7 

3.0 

N/A 

LFA particle seeding 

Yes 

Yes 

N/A 


5 



Fig. 1 . Isometric view of facility. 



Fig. 2. SE-1 air supply and exhaust system. 


Altitude 

exhaust 




Fig. 4. Control room. 



Fig. 5. Open-beam supersonic LFA system checkout tests in tun- 
nel # 1. 
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(b) Instrumented heat flux gauge. 

Fig. 6. Heat flux calibration test section in tunnel #2. 
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